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SI-1. Detailed procedure and flowchart of MPVI
The MPVI procedure is controlled by a programme written in Excel VBA (Visual Basic for Applications). The detailed flowchart of the programme is described below.
Setting voltages V Trans at 7 V and V cis at 0 V by "41501B SMU AND Pulse Generator Expander". The duration of n th -pulse voltage is expressed as t n = 10 -3+(1/24)(n-1) -10 -3+(1/24)(n-2) for n > 2 t 1 = 10 -3 for n = 1
Setting voltages V Trans at 0.1 V and V cis at 0 V by "4156B PRECISION SEMICONDUCTOR ANALYZER" and measuring the current between two electrodes. The current is measured two seconds after the voltage is applied. Integration time of the measured current is set according to the table below.
Does the measured current exceed 10 pA?
Setting voltages V Trans at 2.5-3 V and V cis at 0 V by "41501B SMU AND Pulse Generator Expander". The duration of pulse voltage is set within 10 -2 to 10 s. Does the measured current exceed the predetermined threshold current?
It is judged that a nanopore has been generated.
It is judged that the nanopore with intended size has been fabricated. 
Yes
SI-3. Time trace of ionic current through a nanopore with  M = 0.88 nm
The ionic current was measured at 0.1 V, and the measurement data were low-pass filtered at 5 kHz. The nanopore was closed a few seconds after the start of the measurement, indicating that the nanopore was clogged with ssDNA. Although hyperpolarizing voltages (±1.3-V DC pulse with a duration of 100 ms) were applied to remove ssDNA from the nanopore, the ionic current did not recover.
SI-4. Dependence of frequency of ssDNA translocation events on applied voltage
The ionic current was measured at (a) 0.3 V and (b) 0.1 V using the same nanopore with  M = 1.20 nm. Each data set was low-pass filtered at 5 kHz. The event frequency significantly decreased as the voltage was decreased from 0.3 to 0.1 V; the statistical analysis of I was difficult at 0.1 V.
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SI-5. Dependence of ionic-current-blockade histogram on applied voltage
The ionic currents were measured using the nanopores with  M = 2.33 nm (a-1 and a-2) and 2.55 nm (b-1 and b-2) at voltages of 0.3 V (a-1 and b-1) and 0.1 V (a-2 and b-2). Each data set was low-pass filtered at 10 kHz. 
